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Abstract. From Multi-Axis- (MAX-) DOAS observations,
information on tropospheric trace gases close to the surface
and up to the free troposphere can be obtained. Usually
MAX-DOAS observations are performed at ﬁxed locations,
which allows to retrieve the diurnal variation of tropospheric
species at that location. Alternatively, MAX-DOAS observa-
tions can also be made on mobile platforms like cars, ships or
aircrafts. Then, in addition to the vertical (and temporal) dis-
tribution, also the horizontal variation of tropospheric trace
gases can be measured. Such information is important for
the quantitative comparison with model simulations, study
of transport processes, and for the validation of tropospheric
trace gas products from satellite observations. However, for
MAX-DOAS observations from mobile platforms, the stan-
dard analysis techniques for MAX-DOAS observations can
usually not be applied, because the probed airmasses can
change rapidly between successive measurements. In this
study we introduce a new technique which overcomes these
problems and allows the exploitation of the full information
content of mobile MAX-DOAS observations. Our method
can also be applied to MAX-DOAS observations made at
ﬁxed locations in order to improve the accuracy especially
in cases of strong winds. We apply the new technique to
MAX-DOAS observations made during an automobile trip
from Brussels to Heidelberg.
1 Introduction
In recent years Multi-AXis-Differential Optical Absorption
Spectroscopy (MAX-DOAS) observations have become a
widely and successfully used technique for the remote sens-
ing of tropospheric trace gases and aerosols (Leser et al.,
2003; Van Roozendael et al., 2003; Wittrock et al., 2003;
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H¨ onninger et al., 2004a, b; Sinreich et al., 2005; Heckel et
al., 2005; Frieß et al., 2006; Fietkau et al., 2007; Theys et al.,
2007; Wagner et al., 2004, 2007a, b, 2009; Irie et al., 2008).
MAX-DOAS instruments observe scattered sun light under
different (mostly slant) viewing angles, providing high sen-
sitivity to tropospheric trace gases and aerosols. One basic
prerequisite for the accurate analysis of tropospheric species
from MAX-DOAS observations is the assumption that the
same air parcels are probed by the different viewing direc-
tions (different elevation angles, and relative azimuth an-
gles). This assumption is typically quite well fulﬁlled, but
can in principle be violated by two main causes: First, trace
gases can be located at high altitudes above the instrument
and are “seen” by the instrument at different horizontal dis-
tances depending on the viewing geometry. Second, many
MAX-DOAS instruments scan different elevation angles se-
quentially and since the probed air masses at the measure-
ment location can change due to transport according to the
prevailing wind conditions, the column densities recorded at
the different elevation angles may actually belong to differ-
ent air masses. For MAX-DOAS observations at ﬁxed lo-
cations both aspects can usually be neglected, because typi-
cally the highest trace gas concentrations are located close to
the surface. Thus the horizontal distances of the probed air
masses from the instrument for different viewing angles are
typically rather small (e.g. a trace gas located at 100m alti-
tude is observed by an elevation angle of 3◦ at a horizontal
distance of about 2km). In addition, since the typical tempo-
ral resolution of MAX-DOAS observations is of the order of
minutes, the distances which the air masses move between
successive observations is usually small. Assuming a wind
speed of 2m/s, air masses will travel only about 120m within
a minute, which is much shorter than the typical absorption
pathlengthsofMAX-DOASobservationsinthetroposphere.
Apart from MAX-DOAS observations made at ﬁxed lo-
cations, they can also be made from fast moving platforms
like aircrafts or cars (Heue et al., 2005; Wang et al., 2005,
2006; Bruns et al., 2006; Johansson et al., 2008, 2009;
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Fig. 1. Typical examples of trace gas slant column densities (DSCDmeas, see Eq. 2) obtained for 4 successive elevation angle sequences (2◦,
6◦, 10◦, 30◦, 90◦). Bottom: results for MAX-DOAS observations made at a ﬁxed location. The highest SCDs are observed for the lowest
elevation angles. The red line indicates results analysed with the 90◦ spectrum of the ﬁrst sequence as Fraunhofer reference (thus DSCDmeas
of the ﬁrst sequence directly yield DSCDtrop, see Eq. 3). The blue line indicates results analysed with a Fraunhofer spectrum from another
day, and DSCDtrop can be obtained using Eq. 4. Top: results for MAX-DOAS observations on mobile platforms. No clear dependence of
the SCDmeas on elevation angle is found, because the trace gas concentration changes with location.
Dix et al., 2009), typically travelling at 10s to 100s of me-
ter per second. Such observations have a high potential for
theinvestigationoftropospherictracegasdistributions. They
can e.g. yield information on the spatial distribution of emis-
sion sources. In combination with wind ﬁelds, even the to-
tal trace gas ﬂuxes across the vertical planes above the driv-
ing route can be determined (see e.g. Volk, 2008; Johans-
son et al., 2009). From this technique the total emissions
of emission sources can be retrieved if mobile MAX-DOAS
observations are performed on closed routes around these
sources (Volk, 2008; Ibrahim, 2009). In addition to these
applications, MAX-DOAS observations are ideal means for
the validation of model simulations and satellite observations
(Brinksma et al., 2008; Celarier et al., 2008). Satellite obser-
vations of tropospheric trace gases usually average over very
large volumes (ground pixel in the order of several hundreds
of square kilometres). Knowledge on the spatial variability
within the satellite ground pixel therefore is a fundamental
prerequisite for the quantitative validation of satellite obser-
vations of tropospheric species.
In contrast to MAX-DOAS observations at ﬁxed locations,
mobile MAX-DOAS observations are subject to particular
uncertainties, which are caused by the rapid change of air
masses probed along the driving route. For these platforms,
the usual way of the MAX-DOAS data analysis (see below)
can lead to large errors, in extreme cases even ‘negative con-
centrations’ might be retrieved.
Here we propose a new method for the accurate deter-
mination of the integrated tropospheric trace gas concentra-
tion (the so called vertical column density, VCD) from mo-
bile MAX-DOAS observations. The only requirement of the
techniqueisthatasufﬁcientnumber(typically>about20)of
successive MAX-DOAS elevation angle scanning sequences
(see Fig. 1) are performed within a continuous measurement
period. A continuous measurement period is deﬁned here
as a period, during which the instrumental properties do not
substantially change (e.g. as a result of a temperature change
of the detector). This is typically fulﬁlled for measurements
carried out during one day or part of a day (for very stable
instrument conditions also longer periods are possible). Our
method allows to exploit the full potential of mobile MAX-
DOAS observations: it provides the maximum spatial resolu-
tion corresponding to the driving speed and the temporal res-
olution of the measurements. At the same time our method
assures that the retrieved data is not affected by systematic
biases.
The paper is structured as follows: in Sect. 2 the usual
method for the retrieval of tropospheric species (trace gases
and aerosols) from MAX-DOAS observations is reviewed
and resulting problems for the application to observations
from mobile platforms are discussed. Section 3 introduces a
new retrieval technique which overcomes these problems. In
Sect. 4 the new technique is applied to MAX-DOAS observa-
tions made during a car journey from Brussels to Heidelberg.
Sect. 5 presents conclusions and outlook.
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2 Tropospheric trace gas retrieval from MAX-DOAS
observations
MAX-DOAS instruments observe scattered sunlight from
various viewing directions. While the sensitivity to strato-
spheric trace gas absorptions is almost independent on the
viewing direction (e.g. H¨ onninger and Platt, 2002; Leser et
al., 2003; Bobrowski et al., 2003; van Roozendael et al.,
2003; Wittrock et al., 2004; H¨ onninger et al., 2004; Heckel
et al., 2004; Wagner et al., 2004, 2007a; Frieß et al., 2006;
Fietkau et al., 2007; Theys et al., 2007), the sensitivity for
tropospheric trace gases and aerosols depends strongly on
the elevation angle (and to a lesser degree also on the rel-
ative azimuth angle, i.e. the difference of the azimuth an-
gles of the telescope and the sun). Thus by combining ob-
servations made at different elevation angles, information on
the tropospheric abundance of trace gases and aerosols can
be retrieved (H¨ onninger and Platt, 2002). Typically a two-
step retrieval is applied. In the ﬁrst step the observed spec-
tra are analysed using Differential Optical Absorption Spec-
troscopy (DOAS) yielding the integrated trace gas concen-
trations along the atmospheric light paths, the so called slant
column densities (SCD). In the second step a set of trace
gas SDCs observed under different viewing directions is con-
verted into more universal quantities, like height proﬁles of
the trace gas concentration (or aerosol extinction) or the tro-
pospheric trace gas VCD (or total aerosol optical depth).
Tropospheric proﬁle retrievals are mainly based on obser-
vations from low elevation angles (below ∼ 20◦) and can
yield several pieces of information, with the highest verti-
cal resolution close to the surface (e.g. H¨ onninger and Platt,
2002; Heckel et al., 2005). They can usually be performed
only under cloud free conditions.
The vertically integrated tropospheric concentration (tro-
pospheric VCD) is retrieved from MAX-DOAS observations
from higher elevation angles (above ∼10◦), and in the sim-
plest case (e.g. without aerosols and clouds present, see also
Sect. 2.3) the atmospheric light paths can be geometrically
approximated (Andreas Richter, personal communication,
2005; Brinksma et al., 2008; Celarier et al., 2008). Using this
method, the retrieval of tropospheric VCDs is possible even
in the presence of clouds, at least for the trace gas concentra-
tions below the cloud base. The tropospheric VCD contains
information on the integrated trace gas concentration for at-
mospheric layers close to the surface. Above about 2km,
the measurement sensitivity gradually decreases, depending
mainly on wavelength, elevation angle and the atmospheric
aerosol load (for details see e.g. Wagner et al., 2007a).
In this paper we concentrate on the retrieval of tropo-
spheric trace gas VCDs from MAX-DOAS observations. In
principle, also vertical proﬁles of aerosols and trace gases
could be retrieved from mobile MAX-DOAS observations,
as long as the time for an elevation scanning sequence is
small compared to the variation of the atmospheric concen-
tration with time (depending on the spatial gradients and the
driving speed). For car measurements, in addition the view at
low elevation angles (i.e. at a few degrees) is often blocked
by obstacles like buildings or trees. For airborne and ship
MAX-DOAS observations (Leser et al., 2003; Heue et al.,
2005; Wang et al., 2005, 2006; Bruns et al., 2006; Dix et
al., 2009), also viewing angles close to the horizon might be
used. For ship MAX-DOAS observations proﬁle retrievals
should in general be possible. For airborne MAX-DOAS ob-
servations, proﬁles might be retrieved outside from polluted
regions or at high altitudes.
2.1 Basic quantities retrieved from MAX-DOAS
observations
The measured spectra are analysed using the DOAS method
(Platt and Stutz, 2008). To the (logarithm of the) measured
spectra several trace gas cross sections as well as a Ring
spectrum (Grainger and Ring, 1962), a Fraunhofer reference
spectrum, andaloworderpolynomialareﬁttedbymeansofa
least squares ﬁtting routine (Stutz and Platt, 1996) (for more
details see also Sect. 4.2). The output of the spectral analysis
is the measured SCD, the integrated trace gas concentration
along the light path through the atmosphere. It is the sum of
the partial SCDs in the troposphere and the stratosphere:
SCDmeas =SCDtrop+SCDstrat (1)
Since the Fraunhofer reference spectrum also contains atmo-
spheric trace gas absorptions, the result of the DOAS analy-
sis represents the difference between the SCDs of the mea-
sured spectrum (SCDmeas) and that of the Fraunhofer refer-
ence spectrum (SCDref); this difference is usually referred to
as differential SCD (DSCD):
DSCDmeas =SCDmeas−SCDref (2)
While in principle, for the Fraunhofer reference spectrum
any measured spectrum can be chosen, usually a spectrum
with small trace gas absorption is selected, e.g. measured in
zenith direction (elevation angle α =90◦) at noon.
For most MAX-DOAS observations where the strato-
spheric VCD is comparable to or smaller than the tropo-
spheric VCD (one exception is the observation of ozone), it
can be assumed that the stratospheric absorption is the same
in all spectra taken during one elevation sequence. Thus, if
the Fraunhofer spectrum is taken within a small temporal dis-
tance from the measurement (e.g. from the same elevation
sequence, see Fig. 1), it can be assumed that the SCDstrat of
both spectra cancel each other and Eq. 2 can be written as:
DSCDmeas(α)=SCDtrop(α)+SCDstrat−SCDtrop
 
90◦
−SCDstrat
=SCDtrop(α)−SCDtrop
 
90◦
(3)
Here DSCDtrop (α) is the tropospheric DSCD for the ele-
vation angle α; it is the basic quantity derived from MAX-
DOAS observations. DSCDtrop (α) contains only tropo-
spheric absorption signals and can be determined by simple
subtraction of the SCDs of two measurements.
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Equation 3 also holds, if instead of the total SCDs (which
are usually not known) the respective DSCDs (see Eq. 2) are
used. Of course, this substitution is only possible if both
spectra were analysed using the same Fraunhofer reference
spectrum (see Fig. 1, bottom). Equation 3 then becomes:
DSCDtrop(α)=DSCDmeas(α)−DSCDmeas
 
90◦
(4)
In the most simple case, the zenith spectrum from the same
elevation sequence is used as Fraunhofer reference spectrum
(Fig. 1, bottom, red line, ﬁrst sequence) and DSCDmeas (90◦)
becomes zero. Then Eq. 4 reduces to:
DSCDtrop(α)=DSCDmeas(α) (5)
(where DSCDmeas is determined according to Eq. 2). There-
fore, for MAX-DOAS retrievals, often a Fraunhofer refer-
ence spectrum from the same elevation sequence is chosen.
In such cases, also the ﬁt residual is small, because of the
small time difference between both spectra.
Nevertheless, in some cases, it can be more convenient to
use only a single Fraunhofer reference spectrum for a larger
set of MAX-DOAS spectra, because it simpliﬁes the analy-
sis. In this study, we use a single Fraunhofer reference spec-
trum for the analyses of all measurements made during a sin-
gle day (Fig. 1, bottom, blue line).
2.2 Determination of the tropospheric vertical column
density
Usually the trace gas SCD obtained from the spectral anal-
ysis is converted into a vertical column density (VCD). For
that purpose, a so called air mass factor (AMF) is applied
(Noxon et al., 1979; Solomon et al., 1987; Marquard et al.,
2000), which is deﬁned as the ratio of the (total) SCD and
(total) VCD:
VCD=
SCD
AMF
(6)
The AMF is usually derived from numerical simulations of
the atmospheric radiative transfer (e.g. Solomon et al., 1987;
Perliski and Solomon, 1993). For the analysis of MAX-
DOAS observations we are mainly interested in the tropo-
spheric vertical column density VCDtrop, and Eq. 6 can be
adapted to tropospheric quantities:
VCDtrop =
SCDtrop(α)
AMFtrop(α)
(7)
Combining Eqs. 7 and 3 we get:
SCDtrop(α)
AMFtrop(α)
=
DSCDtrop(α)+SCDtrop(90◦)
AMFtrop(α)
=VCDtrop
=>DSCDtrop(α)=AMFtrop(α)·VCDtrop−AMFtrop
 
90◦
·VCDtrop
=>VCDtrop =
DSCDtrop(α)
AMFtrop(α)−AMFtrop(90◦)
=
DSCDtrop(α)
DAMFtrop(α)
(8)
Thus, with the use of DAMFtrop (α)=AMFtrop (α) – AMFtrop
(90◦), the tropospheric VCD can be directly derived from
the tropospheric DSCDtrop (α) (see Eqs. 4, 5). With the as-
sumption that the tropospheric trace gas concentration stays
constant between the observations of both spectra (made at
elevation angles α and 90◦), this equation becomes the ba-
sis for the determination of the tropospheric trace gas VCDs
from MAX-DOAS observations.
2.3 Geometrical approximation for ground based
observations
For ground based (Auto-) MAX-DOAS observations, in
many cases (using e.g. elevation angles larger than ∼ 10◦
and small aerosol extinction) it is possible to approximate
the tropospheric AMF by a geometrical AMF (H¨ onninger
and Platt, 2002; Andreas Richter, personal communication,
2005; Brinksma et al., 2008; Celarier et al., 2008):
AMFtrop ≈
1
sin(α)
(9)
Then Eq. 8 becomes:
VCDtrop =
DSCDtrop(α)
1
sin(α) −1
(10)
A particularly convenient choice for the elevation angle
might be 30◦, since 1/sin(30◦)=2, and thus the DSCD for 30◦
elevation angle directly yields the tropospheric VCD. How-
ever, other choices of α are also possible (see below).
The geometric approximation of the tropospheric AMF
can be used in many situations. However, for observations
at low elevation angles large deviations from the true tropo-
spheric AMF can occur. Even for retrievals using high ele-
vation angles, large errors can occur in the presence of high
aerosol loads. Then, also the relative azimuth angle between
the viewing direction and the sun can become important. In
such cases more realistic AMF derived from radiative trans-
fer simulations have to be used in combination with Eq. 8.
Also for airborne MAX-DOAS observations usually AMF
from detailed radiative transfer modelling have to be applied.
Only in cases without clouds and high surface reﬂectance,
geometrical approximations like in Eq. 9 might be also used
for airborne MAX-DOAS observations.
2.4 Complications for MAX-DOAS observations from
mobile platforms
The prerequisite for the application of Eqs. 8 and 10 is that
during the time of one elevation scan (or at least between the
observations at low elevation α and 90◦ elevation) the tropo-
spheric trace gas ﬁeld does not change signiﬁcantly. For ob-
servations at ﬁxed locations, this assumption is usually well
fulﬁlled (at least for small wind speeds and short measure-
ment times).
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The situation becomes quite different for MAX-DOAS ob-
servations made from mobile platforms like airplanes or cars.
Because of the movement of the platform, during one mea-
surement sequence the trace gas concentrations can largely
change and the sequence of retrieved trace gas DSCDs does
not show a “regular” dependence on the elevation angle
(Fig. 1, top). In extreme cases, even negative VCDtrop might
be obtained using the method described in Sect. 2.2 (Eqs. 8,
10). Ways to minimise this problem could in principle be to
reduce the time for an individual measurement or to perform
simultaneous measurements at α and 90◦. However, in the
ﬁrst case a reduction also decreases the signal to noise ratio,
while in the second case spectra have to be taken by different
instruments.
2.5 Alternative ways for the determination of the
tropospheric VCD
One solution to overcome the problems for MAX-DOAS ob-
servations from mobile platforms could be to use a single
Fraunhofer reference spectrum (e.g. taken at 90◦ elevation
and at low solar zenith angle) for the analysis of the whole
measurement sequence along the driving or ﬂight route (see
e.g. Herman et al. (2009). Then the actual gradients of the
trace gas distribution could be well resolved (according to
the temporal resolution of the measurement and the driving
speed). The tropospheric VCD can then be obtained from a
single observation in the following way (using Eqs. 1 and 7):
VCDtrop =
SCDmeas(α)−SCDstrat(SZA)
AMFtrop(α)
=
DSCDmeas(α)+SCDref−SCDstrat(SZA)
AMFtrop(α)
(11)
(where SZA denotes the solar zenith angle). However, the
application of Eq. 11 requires the knowledge of SCDref and
SCDstrat (SZA), which are usually not known. Thus only
in cases with a) rather high tropospheric trace gas concen-
trations and with b) the possibility to measure a Fraunhofer
reference spectrum outside strongly polluted regions, Eq. 11
could be applied with acceptable errors (caused by the un-
certainty of the estimation of SCDref and SCDstrat SZA). For
observations with small and/or spatially homogenous tropo-
spheric trace gas concentrations, Eq. 11 can yield very large
systematic errors.
While SCDref is a constant (because a single Fraunhofer
reference spectrum was used), SCDstrat (SZA) usually de-
pends on the solar zenith angle. This dependence is weak
for small SZA, but might not be neglected for high SZA (>
about 80◦). We will refer to the difference of the two un-
knowns SCDref and SCDstrat (SZA) as DSCDoffset (SZA) in
the following:
DSCDoffset(SZA)=SCDref−SCDstrat(SZA) (12)
In this study, we propose a method to determine DSCDoffset
(SZA) from the MAX-DOAS observations themselves. This
method allows to retrieve the correct absolute values of the
tropospheric VCD using Eq. 11. In the ﬁrst step, the expres-
sions for VCDtrop in Eqs. 8 and 11 are set equal:
DSCDmeas(α)−DSCDmeas(90◦)
AMFtrop(α)−AMFtrop(90◦)
=
DSCDmeas(α)+SCDref−SCDstrat(SZA)
AMFtrop(α)
(13)
This equation can be solved for DSCDoffset (SZA) as deﬁned
in Eq 12:
DSCDoffset(SZA)
=
AMFtrop(90◦)·DSCDmeas(α)−AMFtrop(α)·DSCDmeas(90◦)
AMFtrop(α)−AMFtrop(90◦) (14)
Thus DSCDoffset (SZA) can in principle be derived from a
single pair of measurements DSCDmeas (α) and DSCDmeas
(90◦) from one elevation sequence. However, as mentioned
above, due to the movement of the mobile platforms differ-
ent air masses are probed by successive measurements and
large deviations of the derived DSCDoffset (SZA) from its
true value can occur if only two measurements are used.
One strategy to overcome this problem is to include more
than two measurements in the determination of DSCDoffset
(SZA). The deviations of DSCDoffset (SZA) from the true
value occur randomly, because the probabilities that the trace
gas concentration was either higher or lower during the ﬁrst
measurement are the same. Thus the average of DSCDoffset
(SZA) derived from a large set of measurements should con-
verge against the true value. It should, however, be noted that
forobservationsoflocalisedplumesthisassumptioncouldbe
violated. Such measurements can be identiﬁed and should be
removed from the determination of DSCDoffset (SZA) (see
Sect. 4.3).
One remaining problem is that DSCDoffset (SZA) depends
on the solar zenith angle. Thus, it is not possible to just aver-
age all values for DSCDoffset (SZA) derived from the MAX-
DOAS observations. However, since DSCDoffset (SZA) is a
smoothfunctionoftheSZA,itispossibletoﬁtthetimeseries
of calculated DSCDoffset (SZA) by a low order polynomial
(e.g. P(x)=a0+a1x+a2x2). Since the SZA varies smoothly
with time, the polynomial could be selected as function of
either SZA or time. In most cases, the latter might be more
convenient, because then the calculation of the SZA can be
omitted. If ti indicates the time between the two selected
measurements from one elevation sequence i, the time series
of the calculated DSCDoffset (SZA) can be written as:
DSCDoffset(ti)
=
AMFtrop(90◦)·DSCDmeas(α,ti)−AMFtrop(α)·DSCDmeas(90◦,ti)
AMFtrop(α,ti)−AMFtrop(90◦,ti) (15)
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The error of the ﬁtted polynomial will decrease with an in-
creasing number of observations: assuming e.g. an error of
50% for an individual DSCDoffset(ti), including a measure-
ment sequence of 20 data points will result in a remaining
error of only about 11%. The ﬁtted polynomial then repre-
sentsthebestguessforDSCDoffset(t)andcanbeinsertedinto
Eq. 11. In this way one can derive a consistent time series of
tropospheric trace gas VCDs essentially without errors intro-
duced by the spatio-temporal variations of the trace gas ﬁeld.
Moreover, due to the combination of Eqs. 8 and 11 the de-
rived tropospheric VCD has no remaining bias (besides any
uncertainties caused by the errors of the tropospheric AMFs).
Of course, Eq. 11 (like Eqs. 14, 15) can in principle be
separatelyappliedtomeasurementsmadeatindividualeleva-
tion angles α (including zenith viewing direction). However,
for the choice of α, several aspects should be considered.
The highest sensitivity for tropospheric trace gases is usually
found for elevation angles close to the horizon. On the other
hand, also the uncertainties of the AMF calculation is rather
high for such elevation angles. For Auto-MAX-DOAS, also
the probability of obstacles in the ﬁeld of view increases with
decreasing elevation angle.
Good compromises are probably elevation angles of about
+20◦ for Auto-MAX-DOAS and −20◦ (below the aircraft)
for airborne MAX-DOAS observations. Then, for Auto-
MAX-DOAS observations also the geometric approximation
can be used. For these elevation angles, the sensitivity for
tropospheric species is about more than twice of that for
zenith or nadir viewing direction.
It might be useful to make measurements at more than
one slant elevation angle. Then the comparison of the tro-
pospheric VCDs derived from the different elevation angles
(usingEq.11)canyieldvaluableinformationontheaccuracy
of the retrieval, e.g. on the validity of the geometric approxi-
mation (Eqs. 9, 10), see below.
3 Application to measurement data
In this section, the above introduced method is applied to
Auto-MAX-DOAS observations made on a car journey from
Brussels(Belgium)toHeidelberg(Germany)on5September
2006. The measurements were made with a so called Mini-
MAX-DOAS instrument mounted on the car top. During the
journey more than 1000 individual spectra were recorded,
providing ideal prerequisites for the application of the new
method.
3.1 Instrumental set-up
The Mini-MAX-DOAS instrument is a fully automated, light
weighted spectrometer (13cm×19cm×14cm) designed for
the spectral analysis of scattered sunlight (e.g. Sinreich et
al., 2005). It consists of a sealed metal box containing the
entrance optics, a ﬁbre coupled spectrograph and the con-
trolling electronics. The spectrograph is cooled by a thermo-
electric element. A stepper motor adjusted outside the box
rotates the whole instrument to control the elevation of the
viewing angle (angle between the horizontal and the view-
ing direction). The entrance optics consists of a quartz lens
of focal length f =40mm coupled to a quartz ﬁbre bundle
which leads the collected light into the spectrograph (ﬁeld of
view is ∼1.2◦). The light is dispersed by a crossed Czerny-
Turner spectrometer (USB2000, Ocean Optics Inc.) with a
spectral resolution of 0.7nm over a spectral range from 320–
460nm. A one-dimensional CCD (Sony ILX511, 2048 indi-
vidual pixels) is used as detector. Before the signal is trans-
ferred to the 12bit analog-to-digital converter, an electronic
offset is added. After conversion, the signal is digitally trans-
mitted to a laptop computer via one USB cable and stored for
subsequent analysis.
The whole spectrometer is cooled by a Peltier element to
a stable temperature of 0◦C in order to minimize changes in
the optical properties of the spectrograph and to reduce the
dark current.
For the mobile measurements the Mini-MAX-DOAS in-
strument was mounted on the top of a car (Auto-MAX-
DOAS) and was powered by the 12V car battery. The tele-
scope was alligned in forward direction. The rest of the set-
up was inside the car and both parts were connected via two
electric cables. The measurements are controlled from a lap-
top using the DOASIS software (Kraus, 2006).
On 5 September 2006, measurements were carried out on
the road between Brussels (Belgium) and Heidelberg (Ger-
many). The distance between the two cities is ∼350km. The
sequence of elevation angles was chosen to: 22◦, 22◦, 22◦,
22◦, 40◦, 90◦ and the duration of an individual measurement
was about 20–25s (containing between a few tens and more
than 200 individual scans).
3.2 Spectral retrieval
In order to derive the trace gas SCDs, the measured spectra
are analysed according to the DOAS method (Platt and Stutz,
2008) using the WinDOAS software (Fayt and van Roozen-
dael, 2001). Awavelengthrangeof415–435nmwasselected
for the analysis. Several trace gas absorption cross sections
(NO2 at 297K (Vandaele et al., 1998), H2O at 300K (Roth-
mann et al., 2005), O4 at 296K (Greenblatt et al., 1990),
and O3 at 243K (Bogumil et al., 1999) as well as a Fraun-
hofer reference spectrum, a Ring spectrum (calculated from
the Fraunhofer spectrum) and a polynomial of second order
were included in the spectral ﬁtting process. The wavelength
calibration was performed using a high resolution solar spec-
trum (Kurucz et al., 1984).
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Fig. 2. NO2 DSCDs analysed from the spectra measured along the route between Brussels and Heidelberg. Results for all three elevation
angles are shown. Especially for the higher elevation angles, also many negative values are found indicating that the NO2-absorption of the
Fraunhofer reference spectrum is not negligible. As expected higher DSCDs are obtained for smaller elevation angles.
Fig. 3. DSCDoffset (see Eq. 15) plotted as a function of time (red points). For the observations close to the power plant, negative outliers are
found, which are caused by the sharp gradients of the power plant plume (see text). For the ﬁtting of a low order polynomial (black curve)
representing DSCDoffset(ti) (see text), these data were excluded and only the blue points were used.
3.3 Tropospheric vertical column densities
For the retrieval of the tropospheric NO2 DSCDs, an individ-
ual Fraunhofer reference spectrum measured at 90◦ elevation
angle was used. Measurements at 22◦ elevation angle were
analysed to yield the time series of NO2 VCDs along the
route. As a consistency check, also for measurements at 40◦
elevation angle tropospheric VCDs were evaluated.
In Fig. 2 the time series of NO2 DSCDs is shown includ-
ingallthreeelevationangles. AsexpectedaccordingtoEq.9,
higher DSCDs are found for the lower elevation angles. The
negative values indicate a substantial NO2 absorption in the
Fraunhofer reference spectrum. The measured NO2 DSCDs
alreadygivearoughideaofthegeneralvariationofthetropo-
spheric NO2 concentration along the route. High values are
measured close to the Weisweiler power plant (Eschweiler,
Germany) around 15:40. Elevated values are also found near
the cities of Koblenz (∼16:50) and Mannheim (18:20).
In the next step of the analysis, the offset caused by the
NO2 absorption in the Fraunhofer reference spectrum and
the stratospheric absorption has to be determined. For that
purpose DSCDoffset(t) is calculated according to Eq. 15. In
Fig. 3 DSCDoffset(t) derived for the measurements at 22◦
elevation angle is shown for the whole measurement series
(red open diamonds). Besides the measurements close to
the power plant, the DSCDoffset(t) shows a rather smooth
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Fig. 4. The tropospheric VCDs of NO2 along the road from Brussels to Heidelberg calculated according Eq. 11 from observations at different
elevation angles.
dependence on time as expected. The “outliers” during the
measurements close to the power plant are caused by the fact
that for the respective 90◦ spectrum (DSCDmeas (90◦,t), see
Eq. 15) almost the same DSCD is found as for the 22◦ spec-
trum (see Fig. 2). This indicates that the NO2 plume of the
power plant was conﬁned to a rather small volume, which
was (partly) “seen” by consecutive measurements. Under
such conditions the geometrical approximation for the tropo-
spheric AMF (Eq. 9) is not valid. Thus, we decided to skip
these observations, and only the blue points in Fig. 3 were
used for the ﬁtting of a low order polynomial to the measured
values of DSCDoffset(t). Note that in cases of such localised
plumes the measured DSCDs for different elevation angles
typically become rather similar. Together with the use of
AMF which are calculated for horizontally extended plumes
(e.g. geometrical AMF), this leads to a systematic negative
bias of DSCDoffset in Eqs. 14 or 15. Fortunately, this neg-
ative bias (together with the strong variation of DSCDmeas)
allows a clear identiﬁcation and removal of measurements
affected by localised plumes.
The resulting approximation of DSCDoffset(t) (black line
in Fig. 3) shows a small decrease towards the evening, which
probably indicates the increase of the stratospheric SCD with
increasing SZA. From the scatter we estimate the uncertainty
of an individual data point to about 1e16molec/cm2. Taking
into account the total number of data points (>100), this er-
ror reduces to <1e15molec/cm2. For the NO2VCD retrieved
from 22◦ elevation angle (AMFtrop ≈2.6), the corresponding
error (of about 3e14molec/cm2) is negligible compared to
other error sources (e.g. errors related to the geometric ap-
proximation or the inﬂuence of clouds).
The determined DSCDoffset(t) is inserted in Eq. 11 to de-
rive the tropospheric NO2 VCDs (Fig. 4). Besides the val-
ues for the measurements at 22◦ elevation angle (green), also
those for the 40◦ elevation angle (red) and 90◦ elevation an-
gle (black) are shown. Except the values close to the power
plant, all three data sets show good quantitative agreement
indicating the overall validity of our assumptions. Besides
the (small) error in the determination of DSCDoffset(t), addi-
tional errors contribute to the overall uncertainty of the mea-
surement, e.g. the signal to noise of the observations (can
usually be neglected), the errors of the NO2 cross section (in
the range of about 10%), or the errors caused by the geo-
metrical approximation. The latter was estimated from sen-
sitivity studies to be typically < 15% for aerosol scenarios
with optical depths up to 0.5. Also the good agreement of
the NO2 VCDs derived from the different elevation angles
indicate that this error is rather small for our measurements.
It should be noted here, that the AUTO-MAX-DOAS ob-
servations are only sensitive for the NO2 below the cloud
cover. If substantial amounts of NO2 are located inside or
above the cloud, AUTO-MAX-DOAS observations will un-
derestimate the total tropospheric NO2 VCD.
Figure 5 shows the colour coded NO2 VCDs for the
Brussels-Heidelberg road measurements. As already seen in
Fig. 4, the NO2 VCDs show some variations throughout the
journey indicating the patterns of NOx sources. The highest
values are found close to the Weissweiler power plant east of
the Dutch border. High values occur also close to Koblenz
and Mannheim/Heidelberg. The lowest values are found in
the less populated region (Hundsr¨ uck mountains) south of
Koblenz.
3.4 Comparison with NO2 data from satellite
observations
One important application of mobile MAX-DOAS observa-
tions is the comparison with other data sets like model sim-
ulations and satellite observations. Mobile MAX-DOAS ob-
servations are able to resolve spatial scales in the range of
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Fig. 5. Colour coded NO2 VCDs for the Brussels-Heidelberg road measurements on 5 September 2006 (derived from the 22◦ elevation
angle) and OMI tropospheric NO2 VCDs for the same day (DOMINO product from TEMIS, see http://www.temis.nl/airpollution/no2.html).
Table 1. Comparison of the tropospheric NO2 VCD from Auto MAX-DOAS and OMI for the three satellite ground pixels close to Brussels
(see Fig. 5). OMI data are from www.temis.nl (DOMINO). OMI overpass is at ∼14:40 local time.
Center of Time of car Tropospheric NO2 Cloud information
OMI pixel measurements VCD [1015 molec/cm2]
Car OMI
50.8◦ N 4.4◦ E 13:57–14:40 5.7±3 12.3 broken clouds along the driving route, satellite cloud fraction: 9%
50.85◦ N 4.7◦ E 14:40–14:50 5.9±3 10.0 clear sky along the driving route, satellite cloud fraction: 7%
50.9◦ N 5.0◦ E 14:50–15:03 5.6±3 7.5 clear sky along the driving route, satellite cloud fraction: 4%
kilometres and below and are thus especially well suited to
investigatetheeffectsofhorizontalinhomogeneitiesofatmo-
spheric trace gases on satellite retrievals.
While the main purpose of this study is to introduce a
method for the retrieval of accurate high resolved tropo-
spheric trace gas VCDs from mobile MAX-DOAS obser-
vations, in this section we also present a brief compari-
son of the retrieved tropospheric NO2 VCDs with satel-
lite observations. Since the overpass time of the SCIA-
MACHY instrument on board ENVISAT (Bovensmann et
al., 1999) is around 10:30 local time (more than 3h before
our MAX-DOAS measurements), no comparison to SCIA-
MACHY data was performed. In contrast, the overpass time
of the OMI instrument on board AURA (Levelt et al., 2002)
on that day (14:40 local time) matches the time of our obser-
vations for the ﬁrst part after the start in Belgium. Thus we
chose OMI data (DOMINO product from the TEMIS web-
site, www.temis.nl) for comparison with our AUTO-MAX-
DOAS observations (see Fig. 5). A detailed comparison of
the collocated observations at the beginning of the car mea-
surements (see Table 1) yields only a fair agreement, with
the OMI data being systematically higher than the AUTO-
MAX-DOAS measurements. Besides possible retrieval er-
rors of both measurements, the differences might be related
to the fact that the car measurements only cover the northern
parts of the OMI pixels. Indications for a north-south gradi-
ent of the tropospheric NO2 VCD are found from the car ob-
servations: they systematically yield higher values when the
telescope (aligned with the driving direction) points slightly
to the south. The differences between satellite and AUTO-
MAX-DOAS might also be related to the inﬂuence of clouds:
they are largest for the OMI observations with higher cloud
fraction. Future Auto-MAX-DOAS observations should be
planned to ensure better spatio-temporal coincidence with
satellite observations under mainly cloud-free conditions.
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4 Conclusions
We presented a new method for the analysis of MAX-DOAS
observations from mobile platforms like cars or aircrafts.
For such observations, the standard analysis techniques for
MAX-DOAS observations can usually not be applied, be-
cause the probed airmasses can change rapidly between suc-
cessive observations. Our new technique overcomes these
problems and allows the exploitation of the full information
content of mobile MAX-DOAS observations.
MAX-DOAS observations on mobile platforms yield (in
addition to the vertical distribution) information on the hor-
izontal variation of tropospheric trace gases. Such informa-
tion is especially well suited for the quantitative comparison
to model simulations and for the validation of tropospheric
trace gas products from satellite observations. Our new tech-
nique allows to exploit the full potential of mobile MAX-
DOAS observations even in cases of small tropospheric trace
gas concentrations and/or rather homogenous distributions.
In many cases, especially for Auto-MAX-DOAS, the tro-
pospheric geometric approximation for the air mass factors
can be used. However, for more complex viewing geome-
tries (e.g. from aircraft), or in the case of strong aerosol scat-
tering, also air mass factors derived from radiative transfer
simulations can be used.
We apply the new technique to MAX-DOAS observations
made during a car journey from Brussels to Heidelberg. We
retrieve the distribution of the tropospheric NO2 VCD along
the driving route with a spatial resolution of about 1km. The
results are consistent for all three used elevation angles (22◦,
40◦, and 90◦) indicating that in this case the geometrical ap-
proximation is appropriate. The comparison with OMI satel-
lite observations yields rather fair agreement (satellite obser-
vations are 25 to 100% larger than the AUTO-MAX-DOAS
observations).
While our method is especially useful for MAX-DOAS
observations from mobile platforms, it can of course also
be applied to MAX-DOAS observations made at ﬁxed lo-
cations. The effects of spatio-temporal variations of the trace
gas ﬁeld are much smaller compared to mobile observations.
However, especially for high wind speeds and strong spatial
gradients of the trace gas concentration ﬁeld our method can
clearly improve the quality of the results from ﬁxed observa-
tions.
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